
Specimen Details

Sample ID Cu disc

Solution Energy Calibration Check

Solution ID 2

User Lab Manager (213)

View-spec. Energy Calibration (4)

Type Energy Calibration

Priority Priority: Normal

Start 10/14/2026 2:34:09 PM

End 10/14/2026 2:34:37 PM

Completed in 00:27

Method Energy Calibration

Specimen results

High Energy Peak FWHM 152.2     eV

High Energy Peak Position 8042.6     eV


